Gonadal thermoluminiscence dosimetry in cranial computed tomography with the EMI scanner.
A cranial computed tomographic examination (CT) consisting of four scans with the water bag equipped Mark I EMI scanner will expose the adult male gonads to a radiation dose of approximately 2 milliröntgen (mR).